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PREFACE 


PART 2 


Our first catalogue issued early in 1920 stated the following facts. 
(1) That we were the first to manufacture Cystoscopes in Gt. Britain. 


(2) Our products could be depended upon for absolute mathematical and 


mechanical accuracy. 


(3) All our goods have been produced after careful study, exhaustive experiment, 
and consultation with prominent Specialists of the day. 


(4) Every member of th Company is an expert mechanician, who approaches 
the question with expert knowledge, conscientious care, and full determination 
not merely to succeed, but to excel.” 


The present success and status of the Company shows not only that the ideals of 
the Founders have been achieved, but even surpassed. 


Under the personal guidance of Mr. Albert E. Bean, our Chairman, Technical 
Director, and Original Founder of the Company, assisted by a very competent 
Staff, we are not only making a large proportion of the Instruments illustrated in 
this catalogue (a considerable number of which are our original designs, and in 
many cases have been adopted as standards by eminent Surgeons throughout the 
world), but also continually improving present models, and inventing and making 
new ones to meet, and even anticipate, the needs of the Profession. 


In submitting this catalogue for the consideration of the Medical Profession, we 
wish to express our thanks to the numerous friends whose valuable suggestions and 
support have materially contributed to the expansion of our business. 


In conclusion we trust we may continue satisfactorily to serve our past, present, 
and future clients. 


THE GENITO URINARY MFG. CO. LTD 


London, 1958 
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GU436  Filiform Bougies, Gum Elastic, sizes 1 to 6 Charricre Gauge 
(French). 


(a) Straight. 

(b) Coude. 

(c) Bayonet Ended. 
(¢d) Corkscrew Ended. 


GU437 Filiform Bougies, Whalebone. sizes 1 to 6 Charricre Gauge 
(French). 
(a) Straight. 
(b) Coude. 
(c) Bayonet Ended 
(d) Corkscrew Ended. 


GU438 Bougic, Olivary, Gum Elastic, sizes 7 to 32 Charricre Gauge 
(French). 


GU439  Bougie, Cylindrical, Gum Elastic, sizes 7 to 32 Charricre Gauge 
(French). 


GU440 Whip Bougie, Harrison’s, Gum Elastic, sizes 8 to 30 Charriere 
Gauge (French). 
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GU441 Bougie, Philip’s, with detachable filiform guide, Gum Elastic, 
sizes 8 to 30 Charriere Gauge (French). 


GU442 Spare Bougies, sizes 8 to 30 Charricre Gauge (French). 


GU443 Spare Filiform Guides, sizes | to 6 Charriere Gauge (French). 


GU444_ Urethrotome, Thomson-Walker’s, for internal urethrotomy, with 
3 blades, staff with introducer and 2 filiform guides. Complete 
in polished mahogany case. 


GU445_ Spare Filiform Guides, sizes | to 6 Charriere Gauge (French). 


GU446 Meatal Dilator, Plastic, Shaw’s. 


GU447_Meatal Bougies, Canny Ryall’s, double ended, tapering, sizes 1-4 to 
3-6, 5-8 to 7-10. 9-12 to 11-14, 13-16 to 15-18, 17-20 to 19-22 
English Gauge, stainless steel. 
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GU448 Bougie, Wyndham Powell’s, for Anterior Urethra, sizes 10 to 20 
Charriere Gauge, stainless steel. 


GU449 Ditto. Sizes 21 to 36 Charriere Gauge (French). 


GU450 Urethral Bougies, Buckston Browne’s, sizes 4-6, 5-7, 6-8, 7-9, 
8-10, 9-11, 10-12, 11-13, 12-14, 13-15, 14-16, 15-17, 16-18 
English Gauge, stainless steel. 


.. Ll 


GU451_ Urethral Bougies, Clutton’s, sizes 6-10, 8-12, 10-14, 12-16, 14-18, 
16-20, 18-22, 20-24, 22-26, 24-28, 26-30, 28-32 Charriere Gauge 
(French), stainless steel. 


GU452__ Urethral Bougies, Lister’s, sizes 4-7, 5-8, 6-9, 7-10, 8-11, 9-12, 10-13, 
11-14, 12-15, 13-16, 14-17, 15-18 English Gauge, stainless steel. 


GU453 Urethral Bougies, Guyon’s, sizes 6 to 32 Charriere Gauge (French), 
stainless steel, 
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GU454_ Urethral Bougies, Guyon’s, with detachable gum elastic filiform 
guide, sizes 10 to 22 Charriere Gauge (French), stainless steel. 


GU455_ Spare Filiform Guides, sizes | to 6 Charriere Gauge (French). 


SID 


GU456 Urethral Bougies, Thompson’s, with detachable gum clastic 
filiform guide, sizes 4-6, 5-7, 6-8, 7-9, 8-10, 9-11, 10-12, 11-13, 
}2-14, 13-15, 14-16, 15-17, 16-18 English Gauge, stainless steel. 


GU457_ Spare Filiform Guides, sizes | to 6 Charriere Gauge (French). 


GU458_ Urethral Bougies, Child size, Addison’s, sizes 4-6, 5-7, 6-8. 7-9, 
8-10, 9-11, 10-12, 11-13, 12-14, 13-15, 14-16, 15-17, 16-18, 17-19, 
18-20 Charriere Gauge (French), stainless steel. 


“C.U.MPC CO 
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GU459_ Urethral Bougies, Child size, Winsbury White’s sizes, 4-6, 5-7, 6-8, 
7-9, 8-10, 9-11, 10-12, 11-13, 12-14, 13-15, 14-16, 15-17, 16-18, 
17-19, 18-20, 19-21, 20-22, 21-23, 22-24, 23-25, 24-26 Charriere 
Gauge (French), stainless steel. 
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PLASTIC (VINYL) CATHETERS 


These new Plastic Catheters are made from an entirely new material 
especially developed to provide smoothness, strength, and long life. Care 
must however be taken in their sterilization. They may be repeatedly sterilized 
by boiling or autoclaving at 250°F. at 15 lbs. pressure for 15 minutes but no 
longer, and then immediately removed from the sterilizer. It is important 
that the catheters should be kept straight and not curved. Heavy instruments 
should not be placed on top of them. 

Plastic (Vinyl) Catheters are easily cleaned and disinfected, resist collapse 
during aspiration and will not deteriorate due to normal heat or light. 


GU460 Plastic (Vinyl) Catheters, Nelaton, single eye, solid tip, sizes 8 to 
24 Charriere Gauge (French). Even sizes only. 


GU461 Plastic (Vinyl) Catheters, Tiemann’s, Olivary Coude, 2 eyes, 
sizes 12 to 24 Charriere Gauge (French). Even sizes only. 


GU462_ Plastic (Vinyl) Catheters, Harris’, 2 eyes, hollow tip, sizes 14 to 24 
Charriere Gauge (French). Even sizes only. 


GU463 Plastic (Vinyl) Catheters, McCarthy’s, Flute end, 2 lateral eyes, 
sizes 14 to 24 Charriere Gauge (French). Even sizes only. 


GU463a Plastic (Vinyl) Bougie, Olivary, sizes 7 to 30 Charriere Gauge 
(French). 


GU463b Plastic (Vinyl) Catheter, Coude, sizes 8 to 30 Charriere Gauge 
(French). 
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GU464 Catheter, Coude, Gum Elastic, sizes 4 to 30 Charriere Gauge 
(French). 


GU465 Catheter, Bi-Coude, Gum Elastic, sizes 6 to 30 Charriere Gauge 
(French). 


GU466 Catheter, Olivary Coude, Gum Elastic, sizes 6 to 30 Charriere 
Gauge (French). 


GU467 Catheter, Bazy’s, Coude, with 5 eyes, Gum Elastic, sizes 6 to 30 
Charriere Gauge (French). 


___GENITO co LTO | 


GU468 Catheter, Olivary, Gum Elastic, sizes 4 to 30 Charriere Gauge 
(French). 
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GU469 Catheter, Cylindrical, Gum Elastic, sizes 4 to 30 Charriere Gauge 
(French). 


GU470 Whip Catheter, Harrison’s, Gum Elastic, sizes 8 to 30 Charriere 
Gauge (French). 


GU471 Whip Catheter, Philip’s, with detachable filiform guide, Gum 
Elastic, sizes 8 to 24 Charriere Gauge (French). 


GU472_ Spare Filiform Guides, sizes | to 6 Charriere Gauge (French). 


For full details of our range of Cysto- 
scopes, Urethroscopes, Resectoscopes, 


etc., see Part 1 of our catalogue 
“INSTRUMENTS FOR UROLOGY” 
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GU473 Catheter, Jaques, moulded rubber, with aseptic eye, sizes 3 to 28 
English Gauge. 


GU474 Catheter, Tiemann’s, Olivary Coude, semi-rigid, moulded rubber 
sizes 4 to 20 English Gauge. 


GU475_ Catheter, Tiemann’s (Marion’s), Olivary Coude, with 3 eyes, semi- 
rigid, moulded rubber, sizes 4 to 20 English Gauge. 


GU476 Catheter, Tremann’s (Marion’s) as above but with 5 eyes, sizes 4 to 
20 English Gauge. 


GU477 Catheter, Harris’, with 2 eyes, moulded rubber, sizes 14 to 26 
Charriere Gauge (French). 


GU478 Catheter, Harris’, with 2 eyes, latex rubber, sizes 14 to 26 
Charriere Gauge (French). 
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GU479 Catheter, McCarthy’s, Whistle Tip, with 2 lateral eyes, moulded 
rubber, sizes 14 to 26 Charriere Gauge (French). 


GU480) Catheter, McCarthy's, Whistle Tip, with 2 lateral cyes, latex 
rubber, sizes 14 to 26 Charriere Gauge (French). 


ij 


| 


GU482 Drainage Catheter, Gibbon’s, for treatment of the Paraplegic 
Bladder, plastic with Nylon stilette, sizes 6, 9 and 12 Charriere 
Gauge (French). 


(See The Lancet, Sept. 14th 1957). 
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GU483 Catheter, Foley’s, Self Retaining, with 5 c.c. balloon, latex rubter, 
sizes 12 to 26 Charriere Gauge (French), 


GU484 Catheter, Foley’s, Haemostatic, with 30 c.c. balloon, latex rubber, 
sizes 12 to 26 Charriere Gauge (French). 


GU485_ Catheter, Foley’s Haemostatic, with 75 c.c. balloon, latex rubber, 
sizes 24 and 26 Charriere Gauge (French). 


GU486 Catheter, Foley’s Haemostatic, with 100 c.c. balloon, latex rubber, 
sizes 24 and 26 Charriere Gauge (French). 


GU487 Catheter, Foley’s, Haemostatic, with 150 c.c. balloon, latex rubber, 
sizes 24 and 26 Charriere Gauge (French). 


GU488 Catheter, Foley’s, Haemostatic and Irrigating, with 30 c.c. balloon, 
with 2 lateral eyes, latex rubber, sizes 18 to 26 Charriere Gauge 
(French). 


GU489 Catheter, Foley—Alcock, Haemostatic and Irrigating, with 30 c.c. 
balloon, Whistle Tip, with 2 lateral eyes, latex rubber, sizes [8 to 
26 Charriere Gauge (French). 
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GU490 Catheter, Foley—Alcock, Haemostatic, with 30 c.c. balloon, 
whistle tip, with 2 lateral eyes, latex rubber, sizes 14 to 26 
Charriere Gauge (French). 


INSTRUCTIONS FOR STERILIZING BALLOON CATHETERS 


(a) Remove from the plastic envelope. Extract the Rickman plug from 
the inflation tube (this can be replaced after boiling). 
(b) Test for inflation. 
(c) Wrap carefully in gauze or other suitable material (some 
Hospitals now use linen pouches or rolls for this purpose). 
(¢) Boil for ten minutes. 
When lubricating the catheter it should be remembered that only those 
lubricants that are soluble in water should be used. 


GU491_ Inflation Valve, for Foley catheters, Record fitting. 


GU492_ Ditto. Luer fitting. 


SSS 


SS a 


HHA 
| ios 
GU493 Cone-shaped Catheter Adaptor, Tubbs’, Record fitting. 
GU494_ Ditto. Luer fitting. 

GU495 Ditto. With valve, Record fitting. 

GU496 Ditto. With valve, Luer fitting. 
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GU497_ Catheter Pegs, boxwood, small. 
GU498_ Ditto. medium. 
GU499_ Ditto. large. 


GENITO GUHINARY LU? LONOON 


GU500 Urethral Catheter Introducer, Guyon Curve, stainless steel. 


GUS501_ Urethral Catheter Introducer, as above but fine, for use with 
Foley catheters sizes 14, 16 and 18 Charriere Gauge (French). 


GUS502_ Urethral Catheter Introducer, Guyon, with slide, stainless steel. 


GU503 Catheter, Cylindrical, Silver Plated, sizes 4, 6, 8, 10 and 12 English 
Gauge. 
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GU504 Catheter, Pousson’s, Self Retaining, moulded rubber, sizes 14 to 
24 Charriere Gauge (French). 


GU505 Catheter, Riches’, Suprapubic, Self Retaining, moulded rubber, 
size 16 Charriere Gauge (French), for use with introducer and 
advancer. 

(See GU597 for Riches’ introducer and advancer.) 


GU506 Moulded Rubber Shield for use with above catheter. 


GU507 Catheter, de-Pezzer’s, Self Retaining, straight, moulded rubber, 
sizes 12 to 40 Charriere Gauge (French). 


GU508 Catheter, de-Pezzer’s as above but latex rubber, sizes 12 to 40 
Charriere Gauge (French). 


GU509 Catheter, de-Pezzer’s, Self Retaining, angled, moulded rubber, 
sizes 12 to 40 Charriere Gauge (French). 


GU510 Catheter, de-Pezzer’s, as above but latex rubber, sizes 12 to 40 
Charriere Gauge (French). 
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GUSI1 Catheter, Malecot’s, Self Retaining, Straight, moulded rubber, sizes 
10 to 40 Charriere Gauge (French). 


GU512 Catheter, Malecot’s, as above but latex rubber, sizes 10 to 40 
Charriere Gauge (French). 


GUS513 Catheter, Malecot’s, Self Retaining, Angled, moulded rubber, sizes 
10 to 40 Charriere Gauge (French). 


GU514 Catheter, Malecot’s, as above but latex rubber, sizes 10 to 40 
Charriere Gauge (French). 


GUS15 Catheter, Malecot’s, Self Retaining, Straight, 4 Wings, moulded 
rubber, sizes 12 to 40 Charriere Gauge (French). 


GUS16 Catheter, Winsbury White’s, Self Retaining, Straight, moulded 
rubber, sizes 12 to 40 Charriere Gauge (French). 


GU517_ Catheter, Winsbury White’s, as above but Angled, sizes 12 to 40 
Charriere Gauge (French). 


_—* 
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GUS518 Catheter Introducer, Straight, for small size self retaining suprapubic 
catheters, stainless steel. 


GU519 Catheter Introducer, as above with olive end for medium size 
self retaining suprapubic catheters. 


GU520 Catheter Introducer, as above but with cylindrical end for large 
size self retaining suprapubic catheters. 
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GU521 Catheter, Suprapubic, St. Peter’s pattern, with terminal and lateral 
eyes, moulded rubber, sizes 12 to 24 English Gauge. 


GU522 Catheter, Suprapubic, St. Peter’s pattern, as above but latex 
rubber, sizes 12 to 24 English Gauge. 


GU523 Catheter, Suprapubic, St. Peter’s pattern, with terminal and 2 
lateral eyes, moulded rubber, sizes 12 to 24 English Gauge. 


GU524 Catheter, Suprapubic, St. Peter’s pattern, as above but latex 
rubber, sizes 12 to 24 English Gauge. 


GENITO COLTD 


GU525 Rubber Shield with Curved Spout for use with St. Peter’s 
catheters, sizes 12 to 24 English Gauge. 


GU526 Suprapubic Tube, Marion’s, with irrigating tube, moulded rubber, 
sizes 10 to 32 m.m. dia, 
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GU528 Glass Angled Tubes for use with Marion’s and Freyer’s tubes, 
4 sizes. (When ordering please state size of tube for which 
these are required). 


A i ile 


GUS29 Metal Angle Piece with detachable cap, Joly’s, for use with Freyer’s 
or Marion’s tubes, 4 sizes. (When ordering please state size of 
tube for which these are required). 


GUS530 Haemostatic Bag, Pilcher’s, india rubber, 3 sizes. 
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GU531 Suprapubic Drainage Apparatus, Hamilton Irving’s, consisting 
of metal box with two spouts and belt. 


GU532 Suprapubic Drainage Box, Hamilton Irving’s, metal with two 
spouts. 


GU533 Sponge filled rubber pad for use with above. 


GU534 Suprapubic Drainage Apparatus, Hamilton Irving’s with 
celluloid box and belt. 


GU535 Suprapubic Drainage Box, Hamilton Irving’s, celluloid. 
GU536 Sponge filled rubber pad for use with above. 


GU537 Suprapubic Drainage Apparatus, Hamilton Irving’s, consisting 
of metal box with single spout and belt. 


GU538 Suprapubic Drainage Box, Hamilton Irving’s, with single spout. 
GU539 Sponge filled rubber pad for use with above. 
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tie. Cs 
Cems) — GUS540 Attachment with Buckles, Swan’s, 
~ ie = boilable india rubber, with 2’ 
= ——— clastic webbing belt. 


GU541 Attachment with Buckles, Swan’s, 
boilable india rubber. 


GU542 Elastic webbing 2” wide. 


GU543 Suprapubic Drainage Apparatus, 
Everidge’s, with metal box and 
belt. 


GU544 Suprapubic Drainage Box, 
Everidge’s, metal. 


GU545 Sponge filled rubber pad for use 
with above. 


GU546 Suprapubic Drainage Apparatus, 
MacDonald’s, with celluloid box and 
elastic belt. 


GU547 Suprapubic Drainage Box, MacDonald’s, 
celluloid. 
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GU548  Suprapubic Drainage Apparatus, Ainsworth-Davis, with celluloid 
box and elastic belt with buckles. 


GU549 Suprapubic Drainage Box, Ainsworth-Davis, celluloid. 


GUSSO0) Suprapubie Drainage Apparatus, Millin’s, rubber. Complete with 
rubber tubes and belt. 
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GU551_ Continuous Suction Drainage Pump, Single Piston type. for 
suprapubic drainage, mounted on cream enamelled wooden 
base with chromium plated carrying handle and bottle clip, 
4 gallon bottle complete with rubber tubing and chromium 
plated two-way inlet. 


GU552_ Spare Bottle for above. 
GU553 Spare Bottle for above graduated in ozs. 


GU554_ Spare I.R. Cork. 


GU555_ Spare Chromium Plated Two-Way Inlet Tube. 


GU556 Suprapubic Suction Tube, Ainsworth-Davis, adjustable, mounted 
on Perspex with elastic webbing belt and buckles. 
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GU557 Suprapubic Suction Tube, Robinson’s, adjustable on circular 


metal plate, chromium plated. 


GU558 Suprapubic Drain, Stedman’s, consisting of:—rubber catheter, 


catheter holder, stainless steel, and Freyer’s tube, sizes 10 to 
32 m.m. dia. 


GU559 Catheter Holder only, Stedman’s, stainless steel, 4 sizes. (When 


GU 


Gl 


GUS 


Gl 


GUS 


Gl 


Gl 


560 


561 


565 


566 


ordering please state size of tube for which these are required). 


Drainage Bottle, T. J. D. Lane’s, 40 oz. 
Complete with chromium _ plated 
carrying handle. 

Spare Bottle for above, 40 oz. 

Spare Bottle for above, 40 oz. graduated. 


Spare Bottle for above 80 oz. 


Spare Bottle for above 80 0z. graduated. 


Spare Carrying Handle for above. 


| a vast 


Spare Winged Cap for above. 


111 


THE GENITO URINARY MANUFACTURING CO - LTD 


GU567_ Bladder Syringe, Thomson-Walker’s, 8 oz. all metal. 
GUS68_ Bladder Syringe, Thomson-Walker’s, 6 oz. all metal. 


GU569 Bladder Syringe, Thomson-Walker’s, 4 oz. all metal. 


GU570 Bladder Syringe, Barrington’s, 8 oz. all metal. 


GUS571_ Bladder Syringe. Ward Model, 4 oz. all metal. 


GU572._ Bladder Syringe, Riches’, 4 oz. glass and metal. 
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GU573 Bladder Syringe, Riches’, Pyrex glass, graduated 100 c.c. with 
sterling silver piston and silver plated fittings. 


GU574 Bladder Syringe, Toomey’s, glass with metal mount and nozzle, 
3 OF. 
(The base mount of this syringe will plug direct into the sheath of 
American cystoscopes). 


GUS575_ Bladder Syringe, Wardill’s, 2 oz. all glass. 


GU576_ Bladder Syringe, Wardill’s, 4 oz. all glass. 


I, 


GU577_ Bladder Syringe, Ainsworth-Davis, 6 oz. rubber ball with tapered 
metal nozzle. 
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578 Bladder Syringe, Bonneau’s, rubber ball and glass barrel with 
tapered nozzle. 30 c.c. 


GUS79_ Bladder Syringe, Bonneau’s, rubber ball and glass barrel with 
tapered nozzle. 50 c.c. 


GU580 Bladder Syringe, Bonneau’s, rubber ball and glass barrel with 
tapered nozzle. 100 c.c. 


GUS8I Bladder Syringe, Poole-Wilson’s, oval rubber ball and glass barrel 
with tapered nozzle. 100 c.c. 


GU582 Urethral Syringe, Canny Ryall’s, 2 0z. rubber ball with glass 
nozzle. 


GU383 Urethral Syringe, Canny Ryall’s, |} oz. rubber ball with glass 
nozzle. 


GU584_ Urethral Syringe, Canny Ryall’s, ! 0z. rubber ball with glass 
nozzle. 


GU585_ Urethral Syringe, Riches’, with 2 oz. rubber ball and tapered glass 
nozzle to fit indwelling catheters. 
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GU586 Urethral Syringe, Silverman's, 20 c.c., glass with metal olivary 
tapered mount, glass piston with metal thumbpiece. 


GU587_ Urethral Syringe. Everidge’s, all metal with rubber nozzle and 
metal urethral pipe. 


GUS588_ Urethral Syringe, Everidge’s, with rubber nozzle only. 


GU589_ Urethral Nozzles, rubber for use with above syringe. 


BENITO CO LTP 


GU590__—~ Urethral Syringe, Ogier Ward’s, all metal. 


— > 


GU592__ Penile Clamp, Canny Ryall’s, stainless steel, 
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GU593_“-Urethrography Clamp, Knutson’s (Stille), Record pin fitting. 
GU594 Urethrography Clamp, Knutson’s (Stille), Luer lock fitting. 
GU595_ Syringe, 10 c.c. pin fitting for use with above. 


GU596 Syringe, 10 c.c. Luer lock fitting for use with above. 


GU597 Suprapubic Introducer and Advancer, Riches’. 
GU598 Introducer only. 
GU599_ Advancer only. 


GU601 Moulded Rubber Shield for use with above catheter, Riches’. 
(A leaflet describing the use of the above equipment will be sent on 
application), 
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GU602 Suprapubic Introducer and Perforator, Hamilton Bailey’s, for 
Malecot tubes. 


GU603 Perforator and Introducer, Kidd’s, for passing Malecot Drainage 
Tubes into distended bladders without the loss of fluid, consisting 
of:—handle, detachable lancet-shaped blade, protecting cap and 
blunt introducer for re-introduction of tubes. 


— 
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GU604 Bladder Trocar, Morson’s, stainless steel, with nickel plated cannula, 
sizes 28 to 36 Charriere Gauge (French), even sizes only. 


GU605 Bladder Trocar, Morson’s, stainless steel, with side branch 
cannula, size 28 Charriere Gauge (French). 


GU606 Bladder Trocar, Kidd’s. 
(This trocar is fitted with a tap to prevent sudden escape of urine). 
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GU607 U-Shaped Connection, Kidd's, nickel plated, for regulating 
intravesical pressure. 


GU608 U-Shaped Connection, Kidd’s, as above, glass. 


GU609 Suprapubic Drainage Tray, Thomson-Walker’s, nickel plated. 
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GU610 Bladder Retractor, Thomson-Walker’s, with 2 pairs of lateral 
blades. | posterior and | anterior blade, stainless steel. 


GU6I1 Bladder Retractor, Mor- 
son’s, with 2 pairs of 
lateral blades and 3 
posterior blades, stain- 
less steel, illuminated, 


with 3 lamp stems and triple cable. Complete with 3 spare lamps. 
All boilable. 


GU612_ Bladder Retractor, Morson’s, as above, but without lighting 
attachments. 


GU613 Extra Lamps for Morson Retractor. Reference number &C, 
GU614 Triple Cable for Morson Hluminated Retractor. 


Hy 
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GU6I5 Bladder Retractor, Bernard Ward’s, Illuminated, with 2 pairs 
lateral blades and 2 posterior blades, stainless steel. Complete 
with 2 spare lamps and cable. A// boilable. 

GU616 Extra Lamps for above. Reference number 12C. 


GU617_ Extra Cable for above. 


SS —————— 


GU618 Anterior Bladder Retractor, Morson’s, Illuminated with battery in 
handle. A// boilable. 


GU619 Extra Lamps. Reference number 13C. 
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GU620 Bladder Retractor. Harry Harris’, with 2 lateral blades and | 
posterior blade, stainless steel. with 3 lighting attachments, 3 
spare lamps and triple cable. A// hoilable. 

GU621 Extra Lamps. Reference number 8C. 


GU622_ Triple Cable for Harry Harris’ Retractor. 


GU623 Anterior Bladder Retractor, Morson’s, Illuminated, with battery 
in handle. Complete with observation and haemostatic speculum. 
All boilable. 

GU624 Extra Lamps. Reference number 13C. 
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GU625_ Anterior Retractor, Harry Harris’, with extensible blade, stainless 
steel. 


GU626 Self Retaining Retractor, Kilpatrick’s, with 2 lateral blades and 
retropubic blade, stainless stecl. 


REPAIRS 


A special branch of our works is devoted to the repair of Endoscopic 
Instruments. 


We undertake the repair of any make of Cystoscope, Urethroscope, 
Endoscope, etc., at lowest possible charges and, when necessary, at short 
notice. Owing to the great delicacy of these instruments they must be well 
protected and packed in solid boxes when sent for repair. 
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GU627 Set of Instruments for Retropubic Prostatectomy as made lor 
Mr. Terence Millin. M.Ch., F.R.C.S. consisting of the 


following :— 
| Self Retaining Retractor wn ; Fig. GU628 
2 Capsule Forceps, T-Shaped an Fig. GU630 
! Vulsellum Forceps Fig. GU63! 
1 Tissue Forceps, Angled ..... sinc sm Fig. GU632 
| Bladder Neck Spreader ..... ani nos .. Fig. GU633 
| Boomerang Needle Holder with small and 

medium needles only = a _ Fig. GU635 
| Angled Suture Carrier... ; ies ” Fig. GU644 
1 Suction Tube with slide valve .. ee Fig. GU650 
| Malleable Lamp with cable and 2 spare lamps Fig. GU648 
| pr. Dissecting Forceps 3 into 4 Teeth ..... .. Fig. GU655 
| pr. Chisel Ended Scissors ___... we. Fig. GU658 
1 Catheter Introducer, Curved __.... a Fig. GU500 
Catheters, Harris type __..... ion ae : Fig. GU477 


®\ 


a 


q 


GU628 Self Retaining Retractor. Millin’s, with 2 lateral blades and 
retropubic blade, stainless steel 


GU629 Self Retaining Retractor, Millin’s, with two pairs detachable 
lateral blades and retropubic blade, stainless steel 
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GU631 Vulsellum Forceps, Millin’s, stainless steel. 


GU633 Bladder Neck Spreader, Millin’s, stainless steel. 
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GU634 Bladder Neck Spreader, modified Millin’s, with rack, stainless 
steel. 


GU635 Boomerang Needle Holder, Millin’s. with 3 needles, small, 
medium and large. 


GU636 Extra Needles, Small. 
GU637_ Extra Needles, Medium. 
GU638 Extra Needles, Large. 


ANAT 
ie) 
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GU639 Blunt Boomerang Needles, Riches’, Small. 
GU640 Blunt Boomerang Needles, Riches’, Medium. 


GU641_ Blunt Boomerang Needles, Riches’, Large. 


sg ii), oe 


GU642 Boomerang Needle Guide, Riches’, stainless steel, with sand- 
blasted handle. 
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GU643 Tantalum Wire Introducing Needle, Wallace’s, for use with 
Boomerang Needle Holder. 


FULL SIZE 


== 


GU646 Suture Carrier, Riches’, stainless steel. 
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GU648 Malleable Lamp, Millin’s, with cable and 2 spare lamps. 


boilable. 
GU649 Extra Lamps for above. Reference number 6D. 


~ ro - 


— 


GU651_ Swab Holding Forceps, Angled, Harris’, 8”, stainless steel. 
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GU654_ Prostate Holding Forceps, Milward’s, 8” stainless steel. 
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GU655_ Dissecting Forceps, Millin’s, 3 into 4 teeth, 9” long, stainless steel. 
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GU656 Dissecting Forceps, Thomson-Walker’s, 1 into 2 teeth, 8” long, 
stainless steel. 


GU657_ Dissecting Forceps, Thomson-Walker’s, non-toothed, 8” long, 
stainless steel. 


GU659 Bladder Scissors, Thomson-Walker’s, 8” long, curved on flat. 
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GU660 Dissecting Scissors, Mayo’s, 54” long. curved on flat, stainless steel. 
GU661 Ditto. 64” long. 
GU662 Ditto. 74” long. 
GU663 Ditto. 84” long. 


GU664 Dissecting Scissors, Nelson’s, 9” Jong, curved on flat, stainless 
steel. 


GU665 Ditto. Straight. 


GU666 Dissecting Scissors, Mayo’s, 54” long, straight, stainless steel. 
GU667 Ditto. 64” long. 
GU668 Ditto. 73” long. 
GU669 Ditto. 84” long. 


GU670 Stress Incontinence Forceps, Millin-Read’s, 9”, stainless steel. 
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GU671 Bladder Forceps, Duval’s, 8” long, 4" wide blades, stainless steel. 


GU673 Insulated Papilloma Forceps, Badenoch’s, angled below joint, 
stainless steel. 


GU674 Insulated Papilloma Forceps. Badenoch’s, angled above joint, 
stainless steel. 
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GU675_ Papilloma Forceps, Fergusson’s, 13” dia., stainless steel. 


GU676 Ditto. 14” dia. 


LTD ————— 


GU678 Probe Director, stainless steel. 


GU679 Gorget, Teale’s, stainless steel. 


GU680 Staff, Wheelhouse’s, stainless steel. 
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GU681_ Irrigating Nozzle, Joly’s, nickel plated. 


FULL SIZE 


GU683 Catheter Stopcock, G.U. pattern. 


es i 
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FULL SIZE LS 


GU685 Needle Holder, Joly’s, 8” stainless steel. 
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GU688 Needle Holder, Mayo-Rochester, with thumb release, 7” long, 
stainless steel. 


GU689 Ditto. 9” long. 


GU690 Needle Holder, Mathieu’s (Stille), 6?” long, stainless steel. 
GU691 Ditto. 8” long. 
GU692 Ditto. 10” long. 


134 


THE GENITO URINARY MANUFACTURING CO LED 


GU693 Radon Seed Introducer, graduated in centimetres, with loading 
breech, blunt and sharp stilettes. 


GU694_ Radon Seed Introducer, graduated in centimetres, with blunt and 
sharp stilettes. 


GU695_ Inflatable Kidney Cushion, Newman’s, 3 tier, canvas reinforced 
rubber. 


GU696 Hand Pump for above. 


GU697_ Kidney Pedicle Clamp, Thomson-Walker’s, stainless steel. 
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FULL SIZE 


HALF SIZE 


GU698_ Kidney Pedicle Clamp, Ainsworth-Davis’, set of 3, various angles, 
stainless steel. 


GU699 Kidney Pedicle Clamp, Wallace’s, stainless steel. 
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GU703 Ureteral Stone Scoop, Thomson-Walker’s, Malleable. 
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GU704_ Renal Stone Forceps, Irwin’s, stainless steel. 


GU705 Renal Stone Forceps, Randall’s, 4 curves, “A”, “B”, “C”, “D”, 
stainless steel. 
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Retractor, Morris’, 13” wide, 2}” deep, stainless steel. 


GU706 
GU707 Ditto. 2” wide, 2}” deep. 


GU708 Ditto. 23” wide, 2}” deep. 


GU709_ Nephrostomy Catheter, flute end and 2 lateral eyes, latex rubber, 
sizes 8, 10, 12 and 14 Charriere Gauge (French). 


GU710 Ditto. Moulded rubber. 


Nephrostomy Catheter Shield, with curved spout, sizes 8, 10, 12 
and 14 Charriere Gauge (French). 


GU711 


G.U. MEG. CO. 


the ureter, 


GU712 Catheter, Williams, for plastic operations on 
Moulded rubber, sizes 10, 12, 14 and 16 Charriere Gauge 


(French). 
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GU713_ Urinary Fistula Cup, Smith’s, Perspex, 14” dia. 
GU714 Ditto. 24” dia. 


GU7I5  Nephrostomy Drainage Apparatus, 
consisting of:—elastic webbing belt 
with double buckle rubber flap 
(adjustable for size), rubber urinal, 
shoulder sling to support urinal, 
whistle tip rubber catheter, rubber 
shield with curved spout, spare 
whistle tip catheter and shield. 
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GU716 Aortography Set, consisting of:—S0O c.c. glass and metal syringe 
with 2 finger rings and 13” palm disc, two-way tap, 3x 16 
S.W.G. Needles 15 cm. long for Adults, tubing and connections. 


GU717_ Extra Syringe for above. 
GU718 Extra Needles, 16 S.W.G. 15 cm. long. Adult size. 
GU719_ Extra Needles, 18 S.W.G. 13 cm. long. Adolescent size. 


GU720 Extra Needles, 20 S.W.G. 9 cm. long. Child size. 


For details of our range of 
CYSTOSCOPIC INSTRUMENTS 


see 


INSTRUMENTS FOR 
UROLOGY 
Part | 
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GU721 Ureteral Catheters. Opaque, Flute end, Porges’, Neoplex. plastic, 
graduated in centimetres, with two lateral eyes and | terminal 
eye, sizes 6 to 20 Benique Gauge (3 to 10 Charriere Gauge). 


GU722__Ureteral Catheters, Opaque, Olivary end. Porges’. Neoplex, plastic, 
graduated in centimetres with two lateral eyes, sizes 6 to 20 
Benique Gauge (3 to 10 Charriere Gauge). 


GU723 Ureteral Catheter, Opaque. Flute end. Nylon web, gum elastic, 
graduated in centimetres, with two lateral eyes and | terminal 
eye, sizes 6 to 20 Benique Gauge (3 to 10 Charriere Gauge). 


GU724_ Ureteral Catheter, Opaque, Olivary end, Nylon web, gum elastic, 
graduated in centimetres, with 2 lateral cyes, sizes 8 to 20 
Benique Gauge (4 to 10 Charriere Gauge). 


GU725 Ureteral Bougic, Opaque, Olivary end. Nylon web, gum elastic. 
graduated in centimetres, sizes 6 to 20 Benique Gauge (3 to 10 
Charriere Gauge). 
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GU726 Ureteral Catheter. Opaque, Flute end, Eynard’s, plastic on nylon 
web, graduated in centimetres, with 2 lateral eyes and | terminal 
eye, sizes 6 to 12 Benique Gauge (3 to 6 Charriere Gauge). 


GU727__Ureteral Catheter, Opaque. Olivary end. Eynard’s, plastic on nylon 
web, graduated in centimetres, with 2 lateral eyes, sizes 8 to 12 
Benique Gauge (4 to 6 Charriere Gauge). 


GU728  Ureteric Catheter, Greytex, Terylene base. Opaque, Olivary end, 
graduated in centimetres, with 2 lateral eyes and terminal eye, 
sizes 8 to 14 Benique Gauge (4 to 7 Charriere Gauge). 


GU729 Uretertc Catheter, Greytex. Terylene base, Opaque, Flute end. 
graduated in centimetres with 2 lateral cyes, sizes 6 to 14 
Benique Gauge (3 to 7 Charriere Gauge). 


Greytex catheters have colour bands for size identification. 


3 F.G. (6 Benique) Black. 34 F.G. (7 Benique) Yellow. 
4 F.G. (8 Benique) Red. 4} F.G. (9 Benique) Brown. 
5 F.G. (10 Benique) Aluminium. 5} F.G. (11 Benique) White. 
6 F.G. (12 Benique) Green. 7 F.G. (14 Benique) Orange. 


8 F.G. (16 Benique) Blue. 
Sterilizable by Boiling. 
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GU730 Ureteral Dilators. Dourmashkin’s, consisting of:—metal lined 


catheter. Luer fitting, and 5 hollow tapered interchangeable 
bougie tips, sizes 12. 14. 16, 18 and 20 Charriere Gauge (French). 
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GU731 


Ureteral Stone Extractor, Ainsworth-Davis’, metal spiral on gum 
elastic stem. 
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GU732_ Ureteral Stone Extractor, Johnson’s, metal with detachable gum 
elastic filiform tip. 
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GU733_ Ureteral Bougie. Braasch’s, Opaque, Olivary with bulb, Nylon web, 
gum elastic, graduated in centimetres, sizes 16, 20, 24 and 28 
Benique Gauge (8, 10, 12 and 14 Charriere Gauge). (These sizes 
refer to the size of the bulb.) 


GU734 Ureteral Catheter, Braasch’s, for Ureterograms, Opaque, Flute end 
with bulb, Nylon web, gum elastic, graduated in centimetres, 
sizes 16, 20, 24 and 28 Benique Gauge (8, 10, 12 and 14 
Charriere Gauge). (These sizes refer to the size of the bulb.) 


FULL SIZE 


GU735_ Urethral Nozzle, moulded rubber, to fit Record and Luer syringes. 
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GU736 Pyelography Nozzle, Thomson-Walker’s, moulded rubber. (This 
nozzle will fit any ureteral catheter from 4 to 10 Charriere Gauge 
(French) as well as any syringe.) 


GU737_ Pyelography Nozzle, Andrews’, with Record fitting. 


GU738 Ditto. Luer fitting. 


GU739_ Pyelography Nozzle, Galbraith’s, Record fitting. 
GU740 Ditto. Luer lock fitting. 


GU741 Spare Rubber Compression Caps for above. 
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GU742_ Formalin Sterilizer Trolley, for endoscopic instruments, Papworth 
model, size 30" x 18” x 36", chromium plated, with gastight door, 
three perforated trays 2” deep, size 28” « 13$”, each divided in six 
separate compartments, size 14” x 44” by means of easily remove- 
able partitions. The trolley has a rail round three sides of the top 
and is mounted on 4” ball bearing anti-static castors. 


GU743 Ditto. Electrically heated. 


Please state voltage when ordering. 


ALL OUR ELECTRIC FORMALIN 


STERILIZERS MEET PROPOSED 


BRITISH STANDARDS SPECIFICATIONS 
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GU744 Electric Formalin Catheter Sterilizer, size 16" 3"% "3, with 3 
perforated trays. Chromium plated heavy gauge brass, with 
special heating elements to keep the sterilizer at a maximum 
temperature of 60 centigrade. 


GU745_ Ditto. Size 16” 5" x 5” fitted with 5 trays. 


GU746 Formalin Sterilizer, NON-ELECTRIC, size 16” 3” 3". Specifica- 
tion as Catalogue No. GU744. 


GU747_ Ditto. Size 16”* 5" 5”. Specification as Catalogue No. GU744. 


ie 


v 


GU748 Formalin Sterilizer, non-electric, size 16” « 12” 12" fitted with 5 
perforated trays, each fitted with two partitions. The sterilizer is 
made of brass with brazed corners, chromium plated. Rubber 
buffers are fitted to the 4 feet. The sides and top are of unbreak- 
able Perspex. The 16 gauge metal door is gasproof and fitted 
with cam lock. 


GU749 Ditto. Size 16". 18" 8" fitted with 3 perforated trays. 
GU750 Formalin Tablets, Box of 50, 
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GU751_ Electric Formalin Sterilizer, size 16” x8" 8", with 6 perforated 
trays. Chromium plated heavy gauge brass, fitted with gasproof 
door and cam lock. Special heating elements to keep the 
sterilizer at a maximum temperature of 60° centigrade. Suitable 


GU752 


GU753 


GU754 


GU755 


for catheters and bougies etc. 


Ditto. Size 16”«8" <8" with 3 perforated trays. 
cystoscopes etc. 


Ditto. Size 16” 8" <8” with 4 perforated trays. 
cystoscopes etc. 


Ditto. Size 16” 12” 12" with 8 perforated trays. 


catheters and bougies etc. 


Ditto. Size 16"* 12” 12” with 4 perforated trays. 


cystoscopes etc. 


Suitable for 


Suitable for 


Suitable for 


Suitable for 


GU756 


GU757 


Catheter Box, enamelled iron, size 16” x3" x 3”. 


Catheter Box, stainless steel, size 154” x 43" x 22", 
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GU763 


GU764 


GU765 
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Catheter Sterilizer, glass, 1” diameter, with moulded rubber stopper 
and glass formalin chamber. 16” tong. 


Ditto. Plastic (unbreakable). 
Spare Moulded Rubber Stopper. 
Spare Glass Formalin Chamber. 


Catheter Sterilizer, glass, 13” diameter, with moulded rubber 
stopper and glass formalin chamber. 16” long. 


Ditto. Plastic (unbreakable). 
Spare Moulded Rubber Stopper. 


Spare Glass Formalin Chamber. 


GU766 


GU767 


GU768 


GU769 


GU770 


GU771 


GU772 


Ureteric Catheter Sterilizer, glass, 1” diameter, with moulded 
rubber stopper and glass formalin chamber at each end. 35” 
long. 

Ditto. Plastic (unbreakable). 

Spare Moulded Rubber Stopper. 


Spare Glass Formalin Chamber. 


Cysto-Diathermy Electrode Sterilizer, 13” diameter, with moulded 
rubber stopper and glass formalin chamber at each end. 24” long. 


Spare Moulded Rubber Stopper. 
Spare Glass Formalin Chamber. 
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GU773 Cystoscope Jar, glass, size 


GU774 Catheter Box, Everidge’s, for 
ureteral catheters, with form- 
alin container. Dull chromium 


plated brass. 
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16” « 6” with chromium plated 
lid and nickel plated stand to 
hold cystoscopes. 

(The cystoscopes are kept 
sterile by means of formalin 
vapour). 
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GU775 Cystoscope Jar, chromium plated, size 14" « 3" titted with heavy base. 
GU776 Ditto. Size 8" x3”. 


GU777_ Ditto. Suitable for Cystoscopes or Cheatles Forceps. Size 8” x 5”. 


GU778 Sterilizing Forceps, St. Peter’s Hospital pattern. stainless steel, for 
catheters and bougies etc. 
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GU779 = Sterilizing Forceps, Cheatle’s, stainless steel. 


GU781_ Bowl Forceps. Harrison’s, stainless steel, 94” long. 
GU782_ Ditto. 14” long. 


152 


THE 


GENITO URINARY MANUFACTURING CO 


Tidal Drainage Apparatus and Cystometer, 
Riches’. Complete on stand. 


Spare Dropper. 

Spare Graduated Flask. 
Spare Winchester Bottle. 
Spare’"Y””’ Pieces; 

Spare Tubing Clip. 
Spare Tubing. 

Spare Rule. 


Spare Manometer Tube. 


gue 
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200 ems. of water. 


GU793 Spare Glass Funnel. 
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GU792 Aneroid Cystometer, Yeates’, 0 to 


LTD 
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GU794 Continuous Recording Cystometer, Band’s. Complete with hinged 


metal cover with glass front. The apparatus is of the aneroid 
type and measures up to 100 cms. of water. The drum which 
carries the 3” graph paper revolves at a speed of 12.7 m.m. per 
minute and is driven by a synchronous electric motor working 
on alternating current mains 200-250 volts. Supplied complete 
with 3 reels of graph paper, graduated funnel, glass dripper, 


tubing and clips. 
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GU795 Urological Examination and 
Treatment Couch, An- 
drews’, tubular steel con- 
struction, with chromium 
plated fittings, extra large 
irrigating tray, gutter leg 
rests on ball and socket 
joint, heel supports and 
anti-static mats for back. 
seat and foot section. 
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GU796 Adjustable Stool for use with above, adjustable in height (not tlustrated). 
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GU797_ Irrigator, with | gallon graduated glass reservoir, tubing and drip 
jar. Extensibly mounted on stand with heavy tripod base and 
24” ball bearing anti-static castors. Aluminium cellulose finish. 

GU798 Spare | Gallon Graduated Glass Reservoir. 

GU799) Spare Drip Jar. 
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GU800  Irrigator, Valentine’s, 4 pint glass reservoir with chromium plated 
lid and hanger. 


GU801 Ditto. With graduated reservoir. 
GU802 Spare Glass Reservoir, 4 pint, plain. 
GU803 Spare Glass Reservoir, 4 pint, graduated. 


GU804 Irrigator, Valentine’s, 8 pint glass reservoir with chromium plated 
lid and hanger. 


GU805 Ditto. With graduated reservoir. 
GU806 Spare Glass Reservoir, 8 pint, plain. 
GU807 Spare Glass Reservoir, 8 pint, graduated. 
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GU808 Glass Connection, tapered. 
GU809 Metal Connection, tapered. 


GU811 Glass Connection, straight, small. 
GU812 Ditto. Medium. 

GU813 Ditto. Large. 

GU814 Metal Connection, straight, small. 


GU815_ Ditto. Medium. 


GU816 Ditto. Large. 


GU817 Tubing Clip, Mohr’s, small. 
GU818 Ditto. Medium. 
GU819 Ditto. Large. 
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GU821 Tubing Clip, Lever pattern. 


GU822_ Finger Cots (boxes of | doz.). 


GU823 Ditto. (Boxes of | gross). 


GU824_ Finger Stalls. single with flange, for rectal examination. 
GU825_ Finger Stalls, double with flange, for rectal examination. 
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GU827 Towel Holding Forceps, Cross Action, stainless steel. 


GU828 Artery Forceps, Kocher’s, 5”, screw joint, stainless steel. 
GU829 Ditto. 6’. 
GU830 Ditto. 7”. 


a ——— SSS. 


GU831 Artery Forceps, Roberts’, 9”, curved, screw joint, stainless steel. 
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GU836 
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GU838 
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© a 7 


Tissue Forceps. (Stille) 6”. 4 into 5 small teeth. stainless steel. 


Ditto. 8”. 


Ditto. 2 into 3 small teeth. 6 


Ditto. 8”. 


” 
. 


Rib Raspatory, Doyen’s, Adult size. Left, stainless steel with 
sand-blasted handle. 


Ditto. Adult size. 


Right. 


Costotome, Tudor Edwards’, stainless steel, with sand-blasted 


handles. 


GU840_ Lithotomy Forceps, curved on flat, 7”, stainless steel. 
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GU841_ Tissue Forceps, Lane’s, 7”, box joint, stainless steel. 
GU842 Ditto. 6’. 
GU843 Ditto. 5’. 


ruse ae — 
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GU844 ee Forceps, Dunhill’s ,53”, screw joint, curved on flat, stainless 
steel. 


GU845_ Ditto. 7”. 


GU846 


GU847 Artery Forceps, Spencer Wells’, 5”, screw joint, stainless steel. 
GU848 Ditto. 6’. 
GU849 Ditto. 7’. 
GU850 Ditto. 8”. 
GU851_ Ditto. 9”. 
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GU852_ Retractor, Czerny’s, double ended, stainless steel. 


Vas 


GU853_ Retractor, Langenbeck’s, size 3” x }", stainless steel. 


GU854 Ditto. Size 1?” x }", stainless steel. 


GU855_ Needle Holder, Bonney’s, stainless steel, with | blunt and 3 sharp 
needles. Complete in case. 


GU856 Extra Needles, fully curved, stainless steel. 
GU857 Ditto. Half curved, stainless steel. 

GU858 Ditto. Slightly curved, stainless steel. 

GU859 Ditto. Blunt, half curved only, stainless steel. 
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GU860 Male Incontinence Appliance, ‘‘Simplic”, consisting of:— extra 
light. latex sheath with tapes for holding in position and 4’ 6" of 
light but rigid tubing for draining into chamber outside bed, 
Medium size. 


GU861 Ditto. Large size. 
GU862 Ditto. Small size. 


GU863 Incontinence Clamp, Millin’s, with spring blades and screw 
fastening. 


GU864 Ditto. With rubber covered spring blades and screw fastening. 
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GU865_ Incontinence Clamp, Cunningham’s, with sponge rubber covered 
blades and spring ratchet fastening. Large size. 


GU866 Ditto. Medium size. 
GU867 Ditto. Small size. 


GU868 Ditto. Infant size. 


FULL SIZE 


GU86) Incontinence Clamp, G.U. Pattern, with rubber covered blades 
and screw fastening. 
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GU870 Permanent Suprapubic Drainage Apparatus, G.U. Pattern. (As 
supplied to St. Peter’s, St. Paul’s, St. Thomas’, St. George's 
and numerous other Hospitals) Consisting of:— 

I moulded india rubber catheter. 

1 india rubber shield. 

1 moulded india rubber catheter, spare. 

{ india rubber shield, spare. 

1 webbing belt, chamois leather lined. 

] rubber flap, with 2 buckles and 2 studs. 
| double chambered urinal (long model). 
| pair india rubber understraps. 
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When ordering please state 
patient’s waist measurement 
just above the Suprapubic 
opening, also size of catheter 
to be supplied. 


GU871 Permanent Suprapubic Drainage Apparatus, G.U. Pattern, 
especially suitable for short patients. (As supplied to St. Peter’s, 
St. Paul’s, St. Thomas’, St. George’s and numerous other 
Hospitals) Consisting of :-— 

1 moulded india rubber catheter. 

] india rubber shield. 

| moulded india rubber catheter, spare. 

| india rubber shield, spare. 

| webbing belt, chamois leather lined. 

| rubber flap, with 2 buckles and 2 studs. 
| single chambered urinal (short model). 
] pair india rubber understraps. 
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GU872 Moulded India Rubber Catheter, Freyer’s, 3 eyes, sizes 14, 16, 18 
and 20 English Gauge. 


GU873 Ditto. Sizes 21 and 22 English Gauge. 
GU874 Ditto. Sizes 14 to 22 open end, | lateral eye. 


GENTTO-CO-4L7D 


a : 


GU875 India Rubber Shield, with curved spout, sizes 14, 16, 18, 20, 21 
and 22 English Gauge. 


GU876 Webbing Belt, chamois leather lined. 
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GU878 Double Chambered Urinal. 


GU880 India Rubber Understraps, with tape ends. 


GU881 Webbing Understraps. 
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GU882 India Rubber Bath Belt. 


GU883 Webbing Sling. 
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consisting of:— 


GU885 Permanent Suprapubic Apparatus, Millin’s, 
adjustable belt, urinal, | pr. understraps, suprapubic catheter, 
india rubber shield. 

GU886 Belt only for Millin Suprapubic Apparatus. 
GU887_ Urinal only for Millin Suprapubic Apparatus. 


When ordering please state patient’s waist measurement just 


above the Suprapubic opening, also size of catheter to be supplied 
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GU888 Male Urinal, twill covered bag GU889 Male Urinal, twill covered bag 
and net suspender, for day and net suspender, for day 
use. and night use. 


GU890 Male Urinal, twill covered bag GU891_ Male Urinal, twill covered bag 
and net suspender, for day and net suspender, for day 
and night use. and night use. 
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GU892 Male Scrotal Urinal. GU893 Male Urinal, short bag, twill 
covered and net suspender. 


GU894 Male Urinal, with suspender GU895 Rubber Sheath (Drip catcher), 
and long rubber tube to drain 
into chamber outside bed. 
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For Urological Instruments not listed in this catalogue see Part 5. 


Adams’ Urethrotomy Guide 
Adaptor, Tubbs’ - 
Addison’s Urethral Bougie 
Adjustable Stool 
Ainsworth-Davis’ Bladder Syringe 
a Kidney Pedicle Clamp. . 
Suction Tube ‘ 
Suprapubic Apparatus 
» Ureteral Stone Extractor 
Alcock Catheter, see Foley-Alcock 
Andrews’ Pyelography Nozzle 
Urological Table 
Angled Connection, Marion’s ; 
Angled Swab Holding Forceps, Harris’ 
Angled Tissue Forceps, Millin’s 
Anterior Retractor, Harris’ 
rt ii Morson’s 
Aortography Set it 
Appliances, Incontinence 


164,172, 


INDEX 


PART 2 


Page No. 


132 
10] 

94 
155 
113 
136 
110 
109 
144 


120, 


Suprapubic ‘107- 109, 166, 167, 171 

Artery Forceps, Dunhill’s .. : 162 

Kocher's .. [60 

Roberts’ .. 160 

Spencer Wells’ 162 

Backhaus’ Towel Holding Forceps 160 

Badenoch’s Insulated Papilloma Forceps 131 

Bailey’s (Hamilton) Suprapubic Introducer Te 

Band’s Cystometer .. ‘ “a 154 

Barrington’s Bladder Syringe 112 

Bath Belt 170 

Bazy’s Coude Catheter 96 

Belt, Bath 7 170 

Suprapubic 108, 168 
Bernard Ward, see JVard's (Bernard) 

Bi-Coude Catheter .. 96 

Bladder Forceps, Duval's ee 131 

Bladder Neck Spreader, Millin’s 124, 125 

Bladder Retractor, Harris’ . . 5 121 

Morson’s 119 

Thomson-Walker’s 119 

“ Ward's (Bernard) 120 

Bladder Scissors, Thomson-Walker’s 129 

Bladder ae Ainsworth-Davis* 113 

Barrington’ s 112 

ne ag Bonneau’s 114 

Poole-Wilson’s : 114 

Riches’ (i beam) 

Thomson-Walker's 112 

Toomey's 113 

Ward Model 112 

., if Wardill’s . . 113 

Bladder Trocar, Kidd's 117 

Morson’s .. 117 

Blunt Boomerang Needle, Riches’ 125 

Bonneau's Bladder Syringe 114 

Bonney’s Needle Holder ‘ 163 

Boomerang Needle Guide, Riches’ 125 

Needle Holder, Millin’s 125 

. Needles ; 125 

Bougies, Addison's . 94 

Braasch’'s 145 

Bf Browne’s (Buckston) 93 

«  Clutton’s =. 93 

Cylindrical 91 

Filiform 91 

Guyon’'s 93-94 

Harrison’s . . 91 

Lister’s 93 

Meatal 92 

»  Olivary 91 

be Philip’s 92 

" Plastic 95 
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Bougies, Powell's (Wyndham) 
Thompson's 
i Ureteral 
Urethra] 
» Winsbury-White’ $ 
Bowl Forceps, Harrison's .. 
Braasch Ureteral Bougie .. 
Fs Ureteral Catheter .. 
Browne’s (Buckston) Urcthral Bougie 
Brush, Catheter 


Canny Ryall, see Ryall’s (Canny) 
Capsule Forceps, Millin’s .. 
Capsule Grasping Forceps, Harris’ 
if ‘a ii Morson’s 
Catheter, Bazy's 

” Bi-Coude .. 

” Box (Urethral)... 

- Box, Everidges (Ureteral) 

7 Braasch’s .. ' 
Cleaning Brush 
Coude y 
Cylindrical 
de-Pezzer’s 
Foley’s 
Foley-Alcock’s 
Freyer’s 
" Gibbon’s .. 
-n Harris’ 
; Harrison's 
Fe Holder : 
Holder, Stedman's 
Introducers 
Jacques 
Malecot’s .. 
Marion's .. 
McCarthy’s ; 
Nelaton’s (Plastic) 
Nephrostomy 
Olivary 
Olivary Coude 
Peg : 
F Philip’s 
5 Pousson’s . . 
Riches’ 
Shield 
As Silver 

Sterilizers . . 
‘ Stopcock .. 

¥ Suprapubic 

i Tiemann’s 

Ureteral 

e Urethral 

Williams’ . . ; 
Winsbury-White’ 5 

Cheatle” §. Jaren 

4 Sterilizing F orceps 
Cc holecystectomy Forceps, Moynihan’ s 
Clutton’s Urethral Bougie .. 
Connections (Assorted) 
Costotome, Tudor-Edwards’ 
Coude Catheters 
Cross Action Towel Holding Forceps 
Cunningham's Incontinence Clamp 
Cylindrical Bougie ; ; 
Cylindrical Catheter 


waa 
103, 105, 


a MOT 


Cysto-Diathermy Electrode Sterilizer Tube 


Cystometer, Band’s . 
Yeates’ 


and Tidal Drainage Apparatus, Riches’ 


Cystoscope Jars 
Sterilizers 
Czerny’ s Retractor .. 


146, 147, 148, 150 


For convenience of reference index to Part \ follows. 


Page No. 


100 
168 


139, 168 


105, 168 
on OS, 98 
143, 145 
. 95-102 

139 


153 
150, 151 
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Page No. 


de Pezzer’s Catheter 103 
Devine’s Chisel Ended Scissors 129 
Director, Probe 132 
Dissecting Forceps, Millin’s 129 
Thomson-Walker’s 129 
Dissecting Scissors, Mayo’s 130 
Nelson's 130 
Dourmashkin's Ureteral Dilators . 144 
Doyen’s Rib Raspatory 161 
Drainage Apparatus, Nephrostomy 140 
- i 107- 109, 166, ‘167, 171 
Drainage Bottle, Lane’s ae 
Dunhill’s Artery Forceps 162 
Duval’s Bladder Forceps 131 
Everidge’s Catheter Box 2 150 
Kidney Pedicle Clamp .. 137 
Suprapubic Apparatus . . 108 
: Urethral Syringe 115 
Eynard’s Ureteral Catheters 143 
Fergusson’s Papilloma Forceps... “2 ce 182. 
Filiform Bougies ; .. 5 .. a 9l 
, Guides 20 92897 
Finger Cots .. ae 159 
Stalls . . = 159 
Flap, Suprapubic ied 169 
Foley's Catheters 4a 100 
cs Valve im ens 101 
Foley-Alcock’s Catheters 100, 101 
wae Artery 160, 162 
; Bladder os a «A - 13] 
Bowl “ sig a ae - 152 
Capsule : .. 124 
- Capsule Grasping | 127, 128 
a Cholecystectomy . ; 161 
a Dissecting .. 129 
‘A Lithotomy seg 161 
Papilloma . . 131, 132 
Prostate Holding . - 128 
Renal Stone 137, 138 
Sponge Holding a 162 
Sterilizing . US1; ($2 
Stress Incontinence 130 
Swab Holding ne a 127 
Tissue . 124, 161, 162 
Towel Holding _ 160 
Vasostomy 131 
Vulsellum .. i i 124 
Formalin Sterilizers . .. 146, 147, 148 
Freyer’s Catheter a on 168 
Tube 106 
Galbraith’s Pyelography Nozzle 145 
Gibbon’s Catheter 99 
Glass Connections 158 
Gorget, Teale’s : 132 
Greytex Ureteral Catheters 143 
Guide, Filiform i 92. 97 
Guyon's Urethral Bougies . . 93, 94 
Haemostatic Bag, Pilcher’s 106 
Halstead’s Needle Holder .. aie 134 
Hamilton Bailey, see Bailey's (Hamilton) 
Harris’ Angled Suture Carrier i : 126 
Angled Swab Holding eee 127 


Anterior Retractor : oss big 122 


Bladder Retractor .. ‘ 121 
Capsule Grasping Forceps 128 
Catheter ; 95, 98 
Harrison's (E) Bowl Forceps : au : 152 
Harrison’s (L) Whip Bougie an a ie 91 
Whip Catheter <a 4 97 

Incontinence Appliances . 164, 172, 173 
Clamps 164, 165 

Insulated bapulonia Forceps, Badenoch’s 4 131 
Introducer, Catheter se 102, 104 
. Radon Seed 135 
Irrigating Nozzles - 133 
Irrigators 156, 157 
Irving's Suprapubic Belt 108 


75 


Page Na. 

Irving’s Suprapubic Box 107 
Irwin's Renal Stone Forceps 138 
Jacques, Catheter 98 
Jar, Cheatle’s z 151 
Cystoscope 150, 151 
Johnson’s Ureteral Stone Extractor : 144 
Joly’s Connection for Suprapubic Tubes 106 
Irrigating Nozzle 133 
Needle Holder 133 
Kidd’s Bladder Trocar 117 
Perforator and Introducer 117 
U-Shaped Connection 118 
Kidney Cushion, Newman’s 135 
Pedicle Clamps "135-137 
Retractor, Bernard Ward’s 137 
Kilpatrick’ s Retropubic Retractor (22 
Knutson’s Urethrography Clamp . 116 
Kocher's Artery Forceps 160 
Lane's (T.J.D.) Drainage Bottle Il 
Lane’s Tissue Forceps 162 
Langenbeck’s Retractor 163 
Lister's Urethral Bougie 93 
Lithotomy Forceps .. 161 
McCarthy's Catheter 95, 99 
MacDonald's Suprapubic Apparatus 108 
Malecot’s Catheter .. 104 
Malleable Lamp. Millin’s 127 
Marion’s Catheter 98 
Connection 106 
Suprapubic Tube 105 
Mathicu's Needle Holder 134 
Mayo’s Dissecting Scissors 130 
Needle Holder 134 
Mayo-Rochester Needle Holder 134 
Meatal Bougie, Canny Ryall’s 92 
; Dilator, Shaw’s 92 
Millin’s Angled Tissue Forceps 124 
Fe Bladder Neck Spreaders .. 124, 125 
Boomerang Needles 125 


Boomerang Needle Holder es ae 125 


Capsule Forceps 124 
Dissecting Forceps 129 
Incontinence Clamp 164 
Malleable Lamp : 127 
Retropubic Instrument Set 123 
Retropubic Retractor 123 

Suction Tube : 127 
Suprapubic Apparatus 109, 171 
Vulsellum Forceps : 124 
Millin-Read’s Stress Incontinence Forceps 130 
Milward’s Prostate Holding ROP 128 
Mohr's Tubing Clip ; 158 
Morris’ Retractor 139 
Morson’s Anterior Retractor 120, 121 
Bladder Retractor 119 

Bladder Trocar 117 

Capsule Grasping Forceps 127 

- Suture Carrier 126 
Moynihan’s Cholecystectomy Forceps 161 
Needle Holder, Bonney’s 163 
3 .. Halstead’s . . 134 
Joly’s 133 

Mayo's : 134 
Mayo-Rochester .. 134 

Millin’s Eocene 125 

Stille (Mathieu's) . 134 
Thomson-Walker’s 133 

Nelaton’s Catheter .. F 95 
Nelson's Dissecting Scissors 130 
Neoplex Ureteral Catheters 142 
Nephrostomy Catheter 139 
: Catheter Shield 139 
Drainage Apparatus 140 

Newman's Kidney Cushion 135 


Ogier Ward, see Ward’ water) 


Olivary Bougies 91, 95, 142, 145 


Page No. 


Olivary Catheters 96, 142, 143 
# Coude Catheter os 96 
Papilloma Forceps .. a [Site 132 
Papworth Model Formalin Sterilizer 146 
Penile Clamps at ae 115 
Perforator and Introducers 116, 117 
Philip’s Whip Bougie ae 92 
Whip Catheter 97 
Pilcher’s Haemostatic Bag .. 106 
Plastic Bougie, Urethral 95 
, Catheters, Ureteral .. 142 

.. Catheters, Urethral 95 
Poole-Wilson's Bladder Syringe 114 
Pousson’s Catheter .. 103 
Powell’s (Wyndham) Bougie 93 
Probe Director 132 
Prostate Holding Forceps .. 128 
Pyelography Nozzles 145 
Radon Seed Introducer a 135 
Rampley’s Sponge Holding Forceps ae 162 
Randall's Renal Stone Forceps Ae 138 
Renal Stone Forceps 137, 138 
Retractor, Czerny’s .. a6 163 
7 Harris’ 121, 122 

" Kilpatrick's oe 122 
Langenbeck’s 163 

Millin’s 123 

h Morris’ 139 

_ Morson’s 119-121 

h Thomson-Walker’s : 119 
Ward's (Bernard) 120, 137 
Retropubic Instrument Set ‘ $23 
Rib Raspatory, Doyen’s 161 


Riches’ Bladder Syringe ~~ 60CweSt(«é 


a Blunt Boomerang Needle . : 125 
., Boomerang Needle Guide Fie. Bh2S 
Catheter. ; 103, 116 
Catheter Shield mi 103, 116 
Introducer and Advancer . . ye 116 
Prostate Holding Forceps 128 
* Suture Carrier : 126 
= lidal Drainage Apparatus. 153 
Urethral Syringe : Li4 
Roberts’ Artery Forceps 160 
Robinson's Suprapubic Suction Tube Tit 
Ball s (Canny) Irrigating Nozzle 133 
. Meatal Bougie 92 
,, Penile Clamp E 115 
re ,, Urethral Syringe .. 114 
Scissors’ Devine’s 129 
Mayo’s 130 
Nelson's 130 
Thomson-Walker's 129 
Shaw's Meatal Dilator 92 
Silverman's Urethral Syringe 115 
Sling for supporting urinal 170 
Smith’s Urinary Fistula Cup ; 140 
Spencer Wells, see Wells’ (Spencer) 
Sponge Holding Forceps, Rampley’s ne 162 
Sponge Rubber Pad for SETS box .. 107, 108 
Staff, Wheelhouse’s . . a P 132 
Stedman’s Suprapubiec Drain 11 
Sterilizer, Catheter Tubes ane 149 
7 Formalin .. 146-148 
Sterilizing Forceps | Fay Fea bye 
Stille Needle Holder 134 
Stille Tissue Forceps 161 
Stool, Adjustable 155 
Stopcock, Catheter .. 133 
Stress Incontinence Forceps _ 130 
Suction Pump, Suprapubie 110 
Suction Tube, Millin’s ; 127 
oe le Belts - 108, 168, 170 
Catheter 105, 168 
= Catheter Shield 105, 168 
bg Drain, Stedman’s oe ms ; Il 
rv Drainage Apparatus 107-(09, 166, 167, 171 
rd Flap... : a : 169 


176 


Page No. 

Suprapubic Suction Pump . 110 

s Suction Pump Spares 110 

Suction Tube, Ainsworth- Davis" 110 

e Suction Tube, Robinson’s 11 

s Tray, Thomson-Walker's 118 

Tube, Freyer’s 106 

Tube, Marion's 105 

Eugenes 169 

Urinals . 169 

Suture Carriers 126 

Swan's Suprapubic Belt 108 
Swift Joly, see Jaly’s 

Syringes 112-115 

Tantalum Wire Needle, Wallace's 126 

Teale’s Gorget 132 

Thompson’s Urethral Bougie and Guide 94 

Thomson-Walker's Bladder Retractor 119 

‘5 Bladder Scissors 129 


Bladder Syringe .. .. 112 


Dissecting Forceps . 129 

Kidney Pedicle Clamp 135 

Needle Holder 133 

Penile Clamp ie iS 

Pyelography Nozzle .. 145 

Renal Stone Forceps 137 

Suprapubic Tray 118 

“a Ureteral Stone Scoop 137 
Urethrotome .. 92 

Tidal Drainage Apparatus, Riches’ 153 
Tiemann’s Catheter . : : 95, 98 
Tissue Forceps, Lane's 162 
‘ Stille . 161 

Toomey’ s Bladder Syringe .. 113 
Towel Holding Forceps - 160 
Tubing Clips 158, 159 
Tudor Edward? Costotome 161 
U-Shaped Connection, Kidd's 118 
Understraps, Suprapubic 169 
Ureteral Bougies 142, 145 
Catheters ‘142, 143, 145 

Dilator - 144 

Stone Extractors .. 144 

; Stone Scoop 137 
Urethral Bougies 93, 94 
. Catheters .. 95-102 
Nozzles ; 145 

' Syringes ‘ 114, 115 
Urethrography Clamp, Knutson’s : 116 
Urethrotome, Thomson-Walker's . 92 
Urethrotomy Guide, Adams’ an a 132 
Urinals, Incontinence . 164, £72, 173 
: Suprapubic 169 
Urinary Fistula Cup, Smith's 140 
Urological Table, Andrews’ SS 
Valentine’s Irrigator 157 
Vasostomy Forceps, Winsbury- White's 131 
Vulsellum Forceps, Millin’s {24 
Wallace’s Kidney Pedicle Clamp .. 136 


a Tantalum Wire Needle .. * ¥ 126 
Ward Model Bladder Syringe . 


Ward's (Bernard) Bladder Retractor 120 
Kidney Retractor 137 
Ward's (Ogier) Urethral Syringe his 
Wardill’s Bladder Syringe .. 113 
Wells’ (Spencer) Artery Forceps 162 
Wheelhouse’s Staff .. [32 
Whip Bougies 91, 92 
Whip Catheters ’ a 97 
Whistle Tip Catheters, Ureteral 142, 143 
“ - “ Urethral 95,99, 139 
Williams’ Catheler .. : [139 
PREG White's Catheter 104 
» Urethral Bougie 94 
..  Vasostomy Forceps 131 

Wyndham Powell, see Powell's (Wyndham) 
Yeate's Cystometer .. 153 


Adams’ Diathermy Forceps 
Adaptors, Cystoscope 
Addison’s Cystoscope 
Ainsworth-Davis’ Cervical Curette 
Andrews’ Cystoscope ; 
Cystoscopic Forceps 
Anterior Urethroscopes 
Aspirating Syringe 


Badenoch’s Cystoscopes 
Ball Electrode, Diathermy .. 
Battery Box .. 


Bernard Ward, see Ward's (Bernard) 


Bigelow’s Evacuator 
Biopsy Forceps, Riches’ 
Blade Electrode, Diathermy 


Boilable Cystoscopes, see Cystoscopes 


Bottle, Suction Pump 
Braasch’s Cystoscope 
Bransford Lewis’ Ureteral Dilator 


BESNEEo Hospital Diathermy Apparatus ‘ 
Diathermy ones Spares 69 


‘ Suction Tube 
Brown Buerger’s Cystoscope 
es s (Leo) Cystoscopic Forceps 
Cystoscopic Scissors 
Dilating Olives 
Bumpus’ Specimen Taker .. 
Bung, High Vacuum Pump 


Cables, Diathermy 
Cannulae, Evacuating 
Canny Ryall, see Ryall’s 
Cautery Footswitch 
Cautery and Light Transformer 
Cervical Coneisor 
. Curette ; 
Collings’ Panendoscope Electrode. 
Connectors, Evacuator 
Contact, Rotating 
Curved Diathermy Electrode Carrier 
Une Addison’s tis 
Andrews’ 
Badenoch's 
Braasch’s 
Brown Buerger’ $ 
Joly'’s 
Kidd’s .. 
Millin’s 
Morison’s 
Morson’s 
Nitze’s .. 
Riches’ 
Ringleb’s 
Ward's (Bernard) 
Williams’ 
3 Winsbury- White’s 
Cystoscope Accessories 
7 Adaptors 
Catheter Cock Cap 
Cleaning Rods 
Cock Olives 
Compression Rings 


-. 26, 27 


. 70, 71 


-. 53, 54 


ws 3 
18, 19, 42 


3, 5-8, 10-14 
a 15 


| 
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Page No 
Cystoscope Accessories (cont'd) 

7 Faucets A 53, 54, 56 
Irrigating Taps 15, 54 
Leads .. S152 
Nipples ‘ 50 
Rotating Contact 52 
Two-way Tap .. 54 
Cystoscopes, Adult 10- 25; 30, 41, 42 
F Catheterising =m 3-8, 11-25 
Child .. . 3-10 
Examining “= 5 9, 10, 19, 20, a 

Infant . i 3,4 
Operating : “4 [7- 23, 25,530 
Cystoscopic Diathermy Electrodes 50 
; Dilator Ss 46 
Evacuating Cannula 44 
5 Forceps a 47 
7 Lithotrites . 42, 43 
Scissors vi ee 47 
Cysto- Urethroscope, McCarthy’s 9 
8 Nash’s 8 
5 Wells’ 24 
Cysto-Urethroscopes, Adult 24 
Catheterising 9 
Child 8,9 
Examining 9 
sacs Apparatus : 57-65 
5 Ball Electrode .. 75 
7 Blade Electrode 75 
j Cables 70, 71 
Cystoscopes. sis 41, 42 
Dissector and Needle .. 75 
Electrode Carriers 74 
Electrode, Cystoscope 50 
y Electrode, Sets .. 72 
- Electrode, Ward's (Ogier) 48 
Footswitch s 70 
Forceps .. 79, 80 
Handles . 72, 74, 75 
Indifferent Electrode Zo 
Loops. 73 
Needle and Blunt Dissector 71S 
Needle Rest ; i 77 
Needles .. o Wil 
Plate Cables m 7) 
Plate Electrodes 2 Wl als 
Quivers .. e NOs ET 
Snare, Nitche’s ae 80 
Dilating Olives, Buerger s (Leo) ag 48 
Director, Bakelite ogi 76 
Electrode, Ball om 75 
i Cystoscopic .. 48, 50 
Haemostatic ; 75 
Indifferent 7) 
a Panendoscope 30 
3 Plate ay i) 
_ Prostatic . . a Hilogh® 
Electrode Cables . 70, 71 
= Carriers .. 74 
Handles .. Ti, 74, 75 
Sets 72 


Electrotomes 

Ellick’s Evacuator 
Evacuating Cannulae 
Evacuator Connections 
Evacuators . 


Faucets, Cystoscope 

Float, High Vacuum Pump > 

Footswitch, Cautery 

Diathermy 
Forceps, Bladder Biopsy 
be Cystoscopic 

Diathermy 
Panendoscope 

Freyer’s Evacuator .. 
Lithotrite 


Haemostatic Electrode, Roberts’ 
Handles, Diathermy 
Harris’ Suction Tube 


Harrison’s Anterior Urethroscope 


Hey’s Diathermy Forceps .. 


Indifferent Electrode, Diathermy .. 


Joly’s Anterior Urethroscope 
Cystoscope ‘ 
Posterior Urethroscope 


Kidd's Diathermy Cystoscope 


Lamps, see appropriate instrument 
Lane’s Meatotome .. ; 
Leads, Cystoscope 
. _Diathermy 
Light Transformer .. 
Lithotrite, Freyer’s .. 
Riches’ .. 
Ryall’s (Canny) 
Ss Thompson's 
Loop Electrode, McCarthy’s 
Loops, Diathermy 


McCarthy's Coagulation Electrode 


Cysto-Urethroscope .. 


Electrotomes 
Electrotome Spares 
Examining Telescopes 
Loop Electrode 

if Panendoscope 
Meatotomes 
Millin’s Cystoscope 
Morison’s Cystoscope 
Morson’s Cystoscope 


Nash’s Cysto-Urethroscope 
Needle and Dissector 
Needle Prostatic, Riches’ 
Needle Rest, Diathermy 
Needles, Diathermy 
Nesbit’s G.U. Electrotome 


G.U. Electrotome Spares , 


Nipples, Cystoscope 54 
Nitche’s Diathermy Snare .. 
Nitze’s Cystoscope .. 


O’Conor’s Perineal Sheath 
Ogier Ward, see Ward’s (Ogier) 


Panendoscope Electrodes 
5 Forceps 
McCarthy’s 
Perineal Sheath, O’Conor’s 


Page No. 
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74, 


Loe 


eae 
34. 


Be 


178 


Plate Cable, Diathermy : 
Plate Electrodes, Diathermy 
Posterior Urethroscopes 
Prostatic Electrodes, 
Electrotomes 
Needle, Riches’ 
Punches 
Punch Spares 
Pump, Rotary High Vacuum 


Quivers, Diathermy 


Radon Seed Introducer, Ward's (Ogier) 
Retrograde Telescope, McCarthy’s 


Retrograde Telescope Attachment, inka s 


Riches’ Biopsy Forceps 
Cystoscope .. 
Diathermy Cystoscope 
Diathermy Forceps 
Lithotrite 

.. Prostatic Needle . 

Right Angle Telescope, McCarthy’ § 

Ringleb’s Cystoscopes 

Roberts’ Haemostatic Electrode 

Rongeur Forceps, Young’s 

Rotary High Vacuum Pumps ; 

Rotary High Vacuum Gump Spares 

Rotating Contact... 

Ryall’s (Canny) Lithotrite . 


Single Hand Electrotomes 
Single Hand Electrotome Spares 
Spark Gap Diathermy Apparatus. . 
Specimen Taker, Bumpus .. 

Stands, Diathermy Apparatus 
Straight Diathermy Electrode Carrier 
Suction Pumps . 

Suction Pump Bottle 


Suction Tube, Brompton Hospital pattern 


Harris’ 
Sets .. 
" Yankauer’s 
Swift Joly, see Joly’s 
Swinney’s Prostatic Punch .. 
Syringe, Aspirating .. 


Thompson’s Lithotrite 


Thompson’s (Gershom) Prostatic Punch . . 


Transformer, Cautery and Light 
Light 

Tubing, Vacuum 

Two-way Taps, Cystoscope etc. 


Vacuum Tubing 
Valve Diathermy Apparatus 


Wappler Lead 
Ward’s (Bernard) Cystoscope 
- Evacuating Cannula 
Prostatic Electrodes 
Ward's (Ogier) Diathermy Electrode 


Radon Seed Introducer .. 


Wells’ Cysto-Urethroscope 

Williams’ Cystoscope 

Williams’ (Everard) Cervical Coneisor 
Wilson Hey, see Hey's 

Wingfield’s Diathermy Quiver 
sie gli s Cystoscope 


Posterior Urethroscope 


Prostatic Electrodes 


” 


Yankauer’s Suction Tube .. 
Young's Rongeur Forceps .. 
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